A major driving force in research in analytical atomic spectrometry is the need to remove matrix interferences. The use of fl ow injection (FI) techniques for the separation of analyte and matrix species is proving to be of considerable versatility and several methods of FI separation and preconcentration have recently been re viewed.
1 Although most of the FI procedures have already been described in an off-line batch mode, there are some practical problems associ ated with their use which have mitigated against their use in favor of some instrumental based methods of interference removal or compen sation. As well as the dangers of contamination and loss, batch procedures are often labor intensive and time consuming. Flow injection methodology, as an approach to automation, is a versatile alternative to manual procedures. Due to the inherent high precision of flow-based procedures, most of the physical and chemical manipulations of the sample can be reduced to the actions of filling and injecting the contents of a sample loop. Flow injection techniques also have the additional benefi t of providing a safe, contamination-free enclosed sample handling system.
• Author for correspondence.
Precipitation is the oldest method of chemical separation.
2 Precipitation methods are satisfac tory for macro separations, although precipi tates are usually contaminated with foreign ions present in solution, although these would not themselves have been precipitated under the given experimental conditions. Developments in trace analysis and the methods of separation and preconcentration have led to the study of the possibility of using precipitation techniques for matrix isolation. Precipitation is useful for re moving the major constituent of a sample if this interferes with the subsequent determination of trace components. Conditions can be chosen such that a considerable amount, if not all, of the major constituent can be precipitated without causing losses, by co-precipitation, of the trace constituents to be determined. For example, Karabash et a/.
3 studied coprecipitation of trace elements with the aid of radio-tracers and have shown that in the precipitation of lead sulfate from a 6M nitric acid solution, many trace elements remained (85-100%) in solution, which is sufficient for trace analysis purposes.
Several groups of workers have shown tha it is possible to use precipitation and re dissolution in a flow injection manifold for the purposes of preconcentration of trace components and the removal of potentially interfering matrix components. For the small quantities of precipitate involved it is possible to retain the solid phase on an in-line filter of either stainless steel, 4 cellulose acetate 5 or even to retain the analyte element co-precipitated on the interior of an open knotted tube reactor.
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The insertion of a filter directly in-line does not cause a problem when the amount of pre cipitate is small, but for large amounts of solid the use of a precipitation manifold with direct coupling to an atomic spectrometer presents some difficulties due to the changes in flow rate which occur as the precipitate collects on the filter medium. This is particularly true if a high concentration of a matrix species is to be removed by precipitation.
To overcome this problem, the use of a recirculating, closed-loop manifold for sample pretreatment is described. The use of closed loop recirculating systems in flow systems pre dates flow injection methodology 7 and continu ous flow recirculation manifolds have been used as part of sample pretreatment procedures. Carbonell et a/. 8 have described the digestion of sewage sludge samples in a continuous flow reactor. The aim of the study was the on-line digestion and the determination of trace met allic elements in solid samples using the slurry approach coupled with microwave oven diges tion in an FIA system. In this procedure the partially digested sample was returned into a sample reservoir and a subsample was injected into a single line manifold for transport to the flame atomic absorption spectrometer. Lazaro et a/.
9 described a procedure for the on-line leaching of iron from plant material with the aid of ultrasound and the entire recirculating loop formed the loop of the injection valve. On injection, the sample stream merged with a reagent stream containing 1, 10-phenanthroline and the product of the reaction was detected spectrophotometrically at 512 nm. The use of recirculating loops for several different flow injection sample pretreatment procedures has recently been discussed by Tyson et al. 10 These procedures concerned dilutions for calibration purposes, on-line extraction and matrix iso lation.
The determination of metals in solution with high concentrations of silver by flame atomic absorption spectrometry with an air/acetylene flame can be problematical due to the formation of solid silver acetylide in the spray chamber. This leads to blockage of both the nebulizer and the burner and it is a serious hazard as it may detonate if allowed to dry.
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The aim of these studies was to investigate the possibilities for determining trace amounts of metals in silver electrolysis solutions by matrix removal of the silver by precipitation and reten tion on an on-line filter.
EXPERIMENT AL
Two atomic absorption spectrometers with continuum source background correction (Perkin-Elmer models 5000 and 1 IOOB) were used. For the model 5000, the signal was recorded on a Houston Instrument Model 200 XY recorder connected to the analog signal output of the spectrometer. For the model l 100B, the signal was printed on an Epson model LQ-850 printer. Hollow cathode lamps were operated at the manufacturer's rec ommended currents. Wavelengths of 324.8 nm for copper, 232 nm for nickel, 248.3 nm for iron, 213.7 nm for zinc and 328. l nm for silver were used and the appropriate single element hollow cathode lamp was used in each case. An air acetylene flal'l"e was used in all determinations. The instruments were used for each element according to the manufacturers' specification.
The single line manifold is shown in the injection of subsamples into the spec trometer or 4-port distribution valve (Omnifit, model 1114) for introduction of the precipitant or the wash liquid into the manifold. The manifold was operated by first filling the loop with the precipitant (hydrochloric acid) via the four way selection valve and then injecting the sample into the manifold at the point labelled S in Fig. 2 and turning the valve so that the precipitant flowed through the sample loop. The precipitate formed was retained on the filter column labelled C and the sample was allowed to circulate for a predetermined period of time after which a subsample of the contents in the recirculation loop was injected into the spec trometer via a single line manifold. After injec tion of the subsample, the loop was filled via the selection valve with ammonium hydroxide sol ution (1 + 1) to dissolve precipitate on the column and wash the loop. The loop was then rinsed with distilled demineralized water and was then filled with fresh precipitant and the procedure repeated.
Copper, iron, nickel and zinc standards were made from the dilution of 1000 mg/ 1. standards (Fisher Scientific). The silver solutions were prepared from silver nitrate crystals (Fisher Scientific). Hydrochloric acid (Baker Instra analyzed, Fisher Scientific) was used for the precipitation reactions and ammonium hydrox ide (ACS Certified, Fisher Scientific) was used for all washings. Distilled dimineralized water (Barnstead Inc. ) was used for all dilutions and washing of the manifold. All solutions were stored in high density polyethylene bottles.
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Procedures
Single line manifold. The effect of flow and the concentration of dissolved silver on copper ab sorbance were investigated. To investigate the effect of the formation and build-up of precipi tate in the spray chamber a 2.0-ppm copper solution was introduced continuously at a fixed flow rate of 2.5 ml/ min between each change in silver concentration. The calibration solutions covered the range 0-60 ppm copper. Two samples were analyzed by the single line fl ow injection procedure and by EDT A titration.
Recirculating loop manifold
Effect of the recirculation time. This was studied by filling the loop with demineralized water and injecting samples of 10 mg/ 1. Cu and allowing them to recirculate for different lengths of time between 1.5 and JO min.
Effect of the concentration of the precipitant. The effect of the concentration of the HCl precipitant over the range 0.2 to 2.0M was studied for a solution containing 10 mg/ 1. Cu and 50 g/1. Ag.
Tolerable level of silver in the sample injected. The effect of varying the silver concentration between 1 and 100 g/ 1. was studied for a fixed concentration of copper.
Optimization of the flow parameters. The flow rate of the carrier to the spectrometer was optimized by injecting a subsample of the sol ution into the spectrometer at varying flow rates. The flow rate was varied between 3.2 and 8.6 ml/ min. The flow rate within the loop was also varied between the same values.
Effect of the sample volume injected. The volume of sample solution injected into the manifold was varied between 70 and 185 µl.
Effect of subsample injected into the spec trometer. Volumes of the subsample injected into the carrier stream for transport to the spectrometer were varied between 111 and 462 µl.
Recovery studies. The recovery of copper, zinc, nickel and iron at concentrations of 10 mg/ I. in the presence of varying amounts of silver between 1 and JOO g/ 1. were studied.
Breakthrough of silver. The amount of silver that was not retained on the filter column was investigated by monitoring the silver absorbance for the same samples used for the recovery studies.
Calibration. Under the optimum conditions, a 163-µI sample volume and a subsample of 237 µl, calibration plots were generated for copper, nickel, iron and zinc in the range of 0 to 30 mg/1. and the amounts of these trace elements in synthetic samples with silver matrix determined. Three samples from the Royal Canadian Mint (RCM l, RCM 2 and RCM 3) were also analyzed for copper by the standard addition method. Both the normal calibration plots and the standard additions plots were generated using standard solutions containing 1000 mg/1. silver.
RESULTS AND DISCUSSION
Single line manifold
The effects of the flow rate and silver concen tration are shown in Fig. 3 . The surface plot shows the variation of the peak height with changes in both flow rate and Ag concen trations. Peak height remained independent of the silver concentration except at very high concentrations. Changes in flow rate affected the measured absorbance. A decrease in the flow rate below 2.5 ml/min caused a significant de crease in the peak heights observed. The effect of the build up of precipitate is shown in Fig. 4 . There was a small change in response over the silver concentration range indicating that the amount of this type of material deposited in the nebulizer does not seriously impede the solution from reaching the flame in the short term. However, over prolonged periods of operation it was found necessary to clean the system. A typical analysis sequence is shown in Fig. 5 . The values for the copper concentrations of two samples determined by this procedure were 0.44 and 5.13 g/1. whereas the values obtained by EDTA titration were 0.44 1 and 5.36 g/1., respectively.
Recirculating loop manifold
Peak height was used to characterize the absorbances. All the standard deviations and relative standard deviations quoted are based on four replicate measurements. The total volume of the recirculation loop was 660 µI, the opti mum volume of sample injected in the manifold was 163 µl and the optimum subsample volume injected into the spectrometer was 237 µI. It was observed that circulating the sample in the manifold for 4.5 min was sufficient to let the contents of the sample mix so that a reasonable reproducibility could be obtained, see Fig. 6 . For times of less than 4.5 min the reproducibil ity was poor. In effecting a good filtration for these studies the differences between the two principal types of colloidal precipitates, hydro phobic and hydrophilic, is important. Hy drophilic precipitates are difficult to separate by filtration and to wash and are likely to copre cipitate numerous substances. On the other hand, hydrophobic precipitates, such as silver chloride, have a low water affinity and are purer and more readily filterable.
2 It was observed that the precipitation was very efficient at a hydrochloric acid concentration of 2M and this was chosen for further experiments. This con centration was high enough such that only a small amount of precipitate was not retained on the first pass of the precipitate through the filter column. The recoveries obtained are shown in Table I . These results indicate there is no prob lem with coprecipitation and also varying silver concentrations do not give signifi cantly different recoveries. The recoveries for nickel were higher than for the other elements and to investigate a possible enhancement by silver or iron, sol utions containing varying amounts silver or iron in a fixed concentration of nickel were nebulized directly into the spectrometer. However, no signifi cant difference between the absorbance of the sample containing no silver and the samples containing the largest amount of silver (1000 mg/1.) or iron (500 mg/I.) was observed.
There was no signifi cant difference between the peak heights obtained for the different fl ow rates in the recirculating loop. A flow rate of 5.5 ml/min was chosen for further experiments. It was observed that large volumes of samples did not significantly affect the peak height, although peak area increased proportionately. In a man ner similar to that observed with the single line manifold, as the fl ow rate of the carrier was varied it was observed that the peak height increased in a direct proportion. The highest flow rate used, 8.6 ml/min, gave the highest mean absorbance but the precision was poor so a fl ow rate of 6.6 ml/min was used throughout the experiment.
The manifold can accommodate a silver con centration of up to 90 g/1. but above this concentration the fl ow in the manifold is im peded and the precision of the measurements get worse. For example the RSD for the recovery of copper in the presence of 100 g/1. silver was 15% compared with 4% in the presence of 90 g/1. silver. The precision (measured as the relative standard deviation of 4 replicate determi nations) was below 5% for almost all the measurements made at or° below this concen tration of silver. It was observed that even for a sample containing 90 g/1. silver, more than 95% of the silver was retained on the column. It was noted that proportion of the precipitate retained increased as the silver con tent in the solution analyzed increased. This was considered to be related to an increased rate of crystal growth at higher concentrations. The calibration plots for all the elements were linear (see Table 2 ) and the results obtained for the synthetic samples are shown in Table 3 . Two samples previously analyzed by the Royal Canadian Mint and found to have 3.65 and 3.00 g/l. copper were analyzed and found to contain 3.72 ± 0.12 and 3.10 ± 0.12 g/l. cop per, respectively. The ± terms are standard deviations calculated from the calibration plots.
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CONCLUSION
The coupling of a chemical pretreatment whose kinetic character would make interfacing a flow injection manifold directly with a flame atomic absorption spectrometer difficult has been achieved by the use of a flow injection valve as interface between the reactor and the carrier stream for delivery to the instrument. In this manner, the kinetics of the two operations are decoupled and each procedure can be opti mized separately. It has been demonstrated that it is possible to remove substantial pro portions of a potentially interfering matrix by precipitation in a flow injection system.
